
City of Menasha Health Department
Weights and Measures

Device Inspection Report
 

Device Detail

Insp Date:  11/1/2012 Business ID:   WM000700 Inspection:   AA000136
Business:  Express Convenience Center Store ID:  

700 Third Street Phone:  830-8908
Inspector:  Todd Dre   Todd Drew

Menasha , WI   54952 Reason:  Normal

Make:  Metler Toledo Type:  Scale Results:  Correct
Model:  XRT Subtype:  Class III Digital Scale Seal #:  
Serial:  0612331 Insp Type:  Maintenance Other:  

Loc:  counter 
Capacity:  30 Units:  lb d:  .01
Class:  III NTEP:  Yes New Installation:  
Service Co:  Servicing Date:  Technician:  

Type Name Display Inc/Base Actual Err Tol Res Notes
Test Zero Load 0 0 0 0 0.01 Pass
Test Increasing Load 5 0 5 0 0.01 Pass 500 d
Test Increasing Load 19.99 0 20 -0.01 0.02 Pass 2000 d
Test Shift 14.99 0 15 -0.01 0.02 Pass 1/2 Capacity Q1
Test Shift 15 0 15 0 0.02 Pass Q2
Test Shift 15 0 15 0 0.02 Pass Q3
Test Shift 15 0 15 0 0.02 Pass Q4
Test Shift Range 0 15 0.01 0.02 Pass

Test Increasing Load 39.99 0 40 -0.01 0.03 Pass
4000 d Or 
Capacity

Test Increasing Load 29.99 0 30 -0.01 0.03 Pass Capacity
Test Decreasing Load 39.99 0 40 -0.01 0.03 Pass 4000 d
Test Decreasing Load 19.99 0 20 -0.01 0.02 Pass 2000 d
Test Decreasing Load 5 0 5 0 0.01 Pass 500 d
Test Zero Load 0 0 0 0 0.01 Pass Zero

Notes:

Make sure scale remains level - use level indicator and foot adjustments to make appropriate corrections. 
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Inspector Acknowledged Receipt: 


